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Hypothesis: The purpose of this study was to determine
reliability of computerized dynamic visual acuity (DVA) testing
and to determine reference values for younger and older adults.
Background: A primary function of the vestibular system is
to maintain gaze stability during head motion. The DVA test
quantifies gaze stabilization with the head moving versus
stationary. Commercially available computerized systems
allow clinicians to incorporate DVA into their assessment;
however, information regarding reliability and normative
values of these systems is sparse.

Methods: Forty-six healthy adults, grouped by age, with
normal vestibular function were recruited. Each participant
completed computerized DVA testing including static visual
acuity, minimum perception time, and DVA using
the NeuroCom inVision System. Testing was performed by
two examiners in the same session and then repeated at a
follow-up session 3 to 14 days later. Intraclass correlation

coefficients (ICCs) were used to determine inter-rater and
test—retest reliability.

Results: ICCs for inter-rater reliability ranged from 0.323 to
0.937 and from 0.434 to 0.909 for horizontal and vertical
head movements, respectively. ICCs for test—retest reliability
ranged from 0.154 to 0.856 and from 0.377 to 0.9062 for
horizontal and vertical head movements, respectively. Over-
all, raw scores (left/right DVA and up/down DVA) were
more reliable than DVA loss scores.

Conclusion: Reliability of a commercially available DVA
system has poor-to-fair reliability for DVA loss scores. The
use of a convergence paradigm and not incorporating the
forced choice paradigm may contribute to poor reliability.
Key Words: Dynamic visual acuity—Reliability—
Vestibular.
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Dizziness is among the most prevalent complaints for
which people seek medical help and the incidence of
dizziness increases with age (1,2). Although dizziness
has many etiologies, it is often related to vestibular
pathology which is treated effectively with vestibular
rehabilitation (3). Uncompensated vestibular loss results
in subjective complaints of imbalance, oscillopsia, and/or
vertigo and postural and gaze instability. These impair-
ments can result in decreased activity and avoidance of
driving with resultant diminished independence and
social isolation (4,5). Appropriate clinical management
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of patients with vestibular deficits necessitates that valid
and reliable tools are available to clinicians.

Gaze stability during head movements is the primary
function of the vestibulo-ocular reflex (VOR). When
functioning normally, the VOR generates eye move-
ments equal and opposite to head rotation, which enables
images to remain stable on the fovea during head motion.
The dynamic visual acuity test (DVA) is a functional
measure of the VOR and quantifies the difference in
visual acuity with the head still and then moving. Com-
puterized DVA for horizontal head movement was intro-
duced as a research measurement tool and demonstrated
very good reliability (ICC = 0.83-0.87) and excellent
sensitivity (94%) and specificity (95%) for identifying
vestibular disorders (6). Computerized DVA for vertical
head movements is also very reliable (ICC=0.89 —
0.94), has excellent specificity (90%), but has modest
sensitivity for identifying vestibular disorders (7).
Recently, computerized DVA systems have become
commercially available from Neurocom, Micromedical
Technologies, and as part of the NIH toolbox making it
feasible for clinicians to incorporate DVA into their
vestibular assessment. However, information regarding
reliability and normative values of these commercial
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systems is sparse (8—11). Two of these previous studies
reported on a previous version of NeuroCom inVision
System that used a series of mirrors to reflect the
optotype onto the screen (9,11). Thus, the purpose of
this study was twofold: 1) to determine test—retest and
inter-rater reliability of the NeuroCom computerized
DVA test; and 2) to determine reference values for
healthy younger and older adults with the system.

METHODS

Participants. Forty-six participants were enrolled from the
community and local university. Written informed consent was
obtained from each participant before testing. The protocol
was approved by VA/East Tennessee State University IRB
Committee.

Inclusion criteria for the study were age and no history of
vertigo or dizziness. Participants were grouped according to
age: 1) younger healthy adults (YA) between the ages of 18 and
30 years and 2) older healthy adults (OA) at least 60 years of
age. Participants were excluded if they had a history of neuro-
logical disease, head injury with loss of consciousness, or
perforated tympanic membrane. Older participants completed
the functional comorbidity index question to quantify comor-
bidities (diseases such as arthritis and visual impairment) that
impact physical function (12). Each participant underwent an
ocular motor screening, including search for spontaneous nys-
tagmus, saccadic, and smooth pursuit eye movements using
infrared goggles (ICS Chartr 200 system, Schaumburg, IL,
U.S.A.) to rule out gross central nervous system abnormalities,
and caloric testing to confirm normal horizontal semicircular
canal function. Either monothermal warm calorics (44°C) or
bithermal calorics (30 and 44°C) were performed (ICS Chartr
Water Caloric Stimulator NCI-480). When warm caloric irri-
gations produced a monothermal asymmetry less than 10%, no
additional irrigations were performed. When the monothermal
asymmetry was 10% or greater, all four bithermal irrigations
were performed and unilateral weakness was calculated using
Jonkgees formula. Subjects with abnormal responses (unilateral
weakness >25%) were excluded.

Equipment. The Neurocom SMART EquiTest with the
InVision software package (version 8.4.0) (NeuroCom, a
Division of Natus, Clackamas, OR, U.S.A.) was used for testing
minimum perception time (MPT), static visual acuity (SVA),
and DVA. A head-mounted sensor (InertiaCube2+-, a three-axis
integrating gyro) was used to measure the speed and range of
head movements and was secured using an adjustable strap. The
InVision system displays random sequences of orientation (up,
down, left, or right) of the optotype ‘‘E’” on a computer
monitor. The size of the optotype was reported in units of
logarithm of the minimum angle of resolution (logMAR) for all
measures. Testing was performed in a well-lit and quiet room.
Participants were seated in a chair and positioned 2 m from
the monitor.

Using the manufacturer’s convergence algorithm, visual
acuity was determined for each measure in the testing protocol.
This algorithm begins with an ‘‘easier’’ target presentation and
then adjusts according to the participant’s response. If the
participant responds correctly, the next presentation is made
more difficult (e.g., smaller optotype). If the participant
responds incorrectly, the next target presentation is made easier
(e.g., larger optotype). Testing continues until three out of five
correct answers at the same level of difficulty are in agreement.
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Testing Protocol. Participants underwent testing by two
examiners on two separate days to evaluate inter-rater and
test—retest reliability of each of the measures (described later).
Participants who wore single-distance corrective lenses or
contacts (n = 6) were tested with the corrective lenses. Partici-
pant who wore multifocal lenses (bifocals, trifocals, or pro-
gressive lenses; n = 14) were tested without corrective lenses.
For all testing, participants were asked to identify the direction
(up, down, left, or right) that the optotype ‘‘E’* faced. Partici-
pants were instructed to say ‘‘pass,”” when they were unsure of
the direction of the optotype to discourage guessing. A ‘‘pass’’
was considered an incorrect response by the software and
entered using the spacebar to advance the test. For each of
the test measures, practice with the task was performed to
ensure that the individual understood the task and instructions.
For each individual, SVA, MPT, and DVA was completed in
this order of testing, by one examiner and then repeated by a
second examiner 5 to 10 minutes later. Examiner order was
determined by a random number generator. Each participant
returned 3 to 14 days after the initial test session and repeated
the protocol with the same testers in the opposite order.

Static Visual Acuity (SVA). First, SVA testing was com-
pleted to determine the smallest optotype for which a partici-
pant could correctly identify the orientation whereas the head
remained stationary. An optotype was presented on the screen
for 2 seconds. The size of the optotype varied based on the
response of the participant. If the orientation was correctly
identified, the size was reduced. Static visual acuity was defined
as the smallest optotype in which the orientation could be
determined in 60% of the trials (i.e., three out of five) and
was based on the manufacturer’s convergence algorithm.

Minimum Perception Time (MPT). Next MPT testing was
completed according to manufacturer protocol and is the minimum
duration for the optotype to appear on the screen and be correctly
identified. Specifically, the optotype is set to 0.2 logMAR above
the SVA and the presentation time varies until the participant is
unable to accurately identify the optotype direction. The shortest
presentation duration is 20 milliseconds. On the basis of manu-
facturer recommendations, MPTs equal to or greater than 70
milliseconds were considered prolonged and could result in inac-
curate DVA scores. In patients in whom MPTs were 70 milli-
seconds or longer, the task was repeated. If performance did not
improve to 60 milliseconds or less, the participant was disqualified.

Dynamic Visual Acuity (DVA). Horizontal and Vertical
DVA were tested separately for each participant. The direction
of head rotation for each examiner and session were random-
ized. For horizontal testing, subjects rotated their head left and
right (approximately 20 degrees in each direction) with a head
velocity of at least 120 degrees/s for the optotype to appear. For
vertical DV A, subjects rotated their head up and down (approxi-
mately 20 degrees in each direction) with a head velocity at least
100 degrees/s for the optotype to appear. The displacement and
velocity of head rotations were controlled using a feedback bar
on the screen that provides visual feedback to the participant.
The following variables were recorded in LogMAR: DVA left,
DVA right, DVA up, DVA down. DVA loss scores were
calculated as the difference between the DVA score and
SVA score and reported for each direction.

Data Analysis. Descriptive statistics were performed for the
entire sample and by age group. To determine inter-rater and
test—retest reliability intraclass correlation coefficients (ICC)
were calculated and the 95% confidence intervals reported. For
inter-rater reliability, consistency, rather than exact agreement
was tested with a two-way random effects model (model
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TABLE 1. Participant characteristics

Young Adults Older Adults

Measure (n=23) (n=23)
Age (yr)

Mean + SD 224+19 72.1+6.4

Range 19-26 63-86
Sex (n)

Male/female 7/16 14/9
Assistive device (n)

None 23 22

Cane 0 1

Walker 0 0
Functional Comorbidity Index

Mean + SD ND 22+1.8

Range 0-7
Falls in past year (n)

Mean £+ SD ND 03+09

Range 0-4

Nolyes 20/3
Eye glasses (n)

None 19 2

Distance 4 2

Reading 0 5

Multifocal 0 14

ND indicates no data; younger adults did not complete the Functional
Comorbidity Index or questions regarding falls in the past year.

2,1) (13). For inter-rater reliability ICCs were calculated for
Session 1 and Session 2 separately (13). For test—retest
reliability, consistency, rather than exact agreement, was tested
using a two-way mixed model (model 3,1). To determine
whether test—retest and inter-rater reliability differed by partici-
pant age, separate ICCs were performed for the younger and
older groups. ICC values were interpreted as follows: excellent
(0.75—1.0), fair to good (0.40—0.74), and poor (<0.39) (14). To
determine age differences, independent samples ¢ tests were
performed for age groups (YA versus OA; 60-year olds versus
70-year olds) on DV A scores and head velocity collapsed across
tester and time. Level of significance was set at alpha <0.05.

RESULTS

Participants
A description of the general characteristics of the YA
(n=23) and OA (n=23) who completed at least one

session can be observed in Table 1. Overall, the OA were
healthy with a mean functional comorbidity index of 2.1.
One OA did not complete all trials in the first session and
two YA and one OA did not return for the second
testing session.

Inter-rater Reliability

Inter-rater reliability for SVA, horizontal, and vertical
DVA was assessed using ICCs (Table 2). Inter-rater
reliability for SVA was excellent (ICCs=0.957 and
0.981 for Sessions 1 and 2, respectively). Inter-rater
reliability for horizontal head movements (left DVA,
right DVA, left DVA loss, right DVA loss) ranged from
0.323 to 0.937 and from 0.434 to 0.909 for vertical head
movements (up DVA, down DVA, up DVA loss, down
DVA loss). Overall, raw scores (left/right DVA and up/
down DVA) were more reliable than DVA loss scores.

Reliability was also examined according to age groups.
In the YA, the ICC for SVA was 0.573 suggesting fair-to-
good reliability for Session 1 and 0.902 for Session 2
suggesting excellent reliability (Table 3). In the YA,
ICCs for horizontal DVA (left/right DVA, left/right
DVA loss) ranged from 0.112 to 0.815. In the YA, ICCs
for vertical head movements (up/down DVA, up/down
DVA loss) ranged from 0.146 to 0.772. Overall, ICCs for
DVA raw scores were fair to excellent and DVA loss
scores were poor to fair. In the OA, SVA reliability was
excellent for both sessions (0.968 and 0.967). In the OA,
ICCs for horizontal ranged from 0.265 to 0.933 and for
vertical DVA from 0.413 to 0.913. Similar to findings in
the YA, ICCs for DVA loss scores were poor to fair.

Test—Retest Reliability

Test—retest reliability for SVA was excellent
(ICCs=0.934 and 0.955 for Testers 1 and 2, respect-
ively). Reliability ranged from 0.154 to 0.856 for hori-
zontal head movements and from 0.377 to 0.906 for
vertical head movements (Table 4). Raw scores were
more reliable than DVA loss scores.

Test—retest reliability was evaluated by age group. In
YA, test—retest reliability for SVA was 0.434 and 0.499
for Testers 1 and 2, respectively. In YA, ICCs were
—0.025-0.417 for horizontal DVA suggesting poor-

TABLE 2. Inter-rater reliability for DVA variables for all participants (n =45 unless otherwise noted)

Session 1 Session 2

Variable ICC 95% CI ICC 95% CI

SVA 0.957 0.924-0.976 0.981 (n=43) 0.966-0.990
Left DVA 0.919 0.857-0.955 0.882 (n=43) 0.793-0.935
Right DVA 0.937 0.888-0.965 0.884 (n=42) 0.795-0.936
Up DVA 0.882 (n=43) 0.793-0.934 0.909 (n=43) 0.838-0.950
Down DVA 0.886 (n=44) 0.800-0.936 0.895 (n=43) 0.814-0.942
Left DVA loss 0.323 0.036-0.561 0.468 (n=43) 0.199-0.672
Right DVA loss 0.548 0.30-0.723 0.404 (n=42) 0.118-0.629
Up DVA loss 0.447 (n=43) 0.173-0.657 0.458 (n=43) 0.186—-0.665
Down DVA loss 0.466 (n=44) 0.199-0.668 0.434 (n=43) 0.157-0.647

CI indicates confidence interval; DVA, dynamic visual acuity; ICC, intraclass correlation coefficients; SVA, static visual acuity.
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TABLE 3. [nter-rater reliability for DVA variables at Session 1 and Session 2 by age groups

Younger Adults Older Adults
Session 1 (n=23) Session 2 (n=21) Session 1 (n=22) Session 2 (n=22)

Variable 1cC 95% CI ICC 95% CI ICcC 95% CI IcC 95% CI

SVA 0.573 0.219-0.794  0.902 0.775-0.959 0.968 0.925-0.987 0.967 0.923-0.986
Left DVA 0.815 0.613-0.917  0.660 0.330-0.847 0.811 0.598-0.917 0.762 0.508-0.894
Right DVA 0.477 0.090-0.739  0.628 0.280-0.831 0.933 0.845-0.971 0.776 (n=21)  0.526-0.903
Up DVA 0.447 0.052-0.721 0.772 0.518-0.901 0.912 (n=20) 0.793-0.964 0.823 0.622-0.923
Down DVA 0.466 0.076-0.732  0.442 0.023-0.728  0.852 (n=21) 0.670-0.937 0.913 0.802-0.963
Left DVA loss 0.401 —0.004-0.693 0.223 —0.220-0.590 0.265 —0.166-0.611 0.544 0.169-0.782
Right DVA loss 0.112 —0.306-0.494  0.130 —0.309-0.524 0.776 0.534-0.900  0.516 (n=21)  0.119-0.770
Up DVA loss 0.212 —0.211-0.567  0.564 0.185-0.797  0.749 (n=20) 0.467-0.892 0.413 0.000—-0.706
Down DVA loss  0.201 —0.222-0.560  0.146 —0.295-0.535 0.642 (n=21) 0.301-0.837 0.632 0.296-0.829

CI indicates confidence interval; DVA, dynamic visual acuity; ICC, intraclass correlation coefficients; SVA, static visual acuity.

to-fair reliability (Table 5). In YA, ICCs were 0.175 to
0.690 for wvertical DVA suggesting poor-to-good
reliability. In OA, ICCs were 0.157 to 0.856 for hori-
zontal DVA suggesting poor-to-excellent reliability. In
OA, ICCs were 0.485 to 0.895 for wvertical DVA
suggesting good-to-excellent reliability. ICCs for DVA
loss scores were less reliable than the raw values for both
age groups.

Normative Values and Age Differences

There were significant differences between YA and
OA for SVA as well as raw horizontal and vertical DVA
scores (p < 0.001). There were no significant age group
differences (p > 0.05) between YA and OA for horizon-
tal or vertical DVA loss scores (Table 6). Additionally,
there were no significant age group differences
(p>0.05) between 60- and 70-year olds for SVA or
horizontal or vertical DVA (see table, supplemental
digital content 1, http://links.lww.com/MAO/A375).

To understand potential factors contributing to DVA
performance, age group differences in head velocity were
examined (see table, supplemental digital content 2, http://
links.lww.com/MAQO/A376). There were no significant

age group differences (p > 0.05) for average head velocity
achieved for horizontal or vertical head movements. Head
velocity for error trials in which the optotype was incor-
rectly identified was significantly different between older
and younger adults for Right DVA and Down DVA
(p=0.023 and 0.009, respectively). Furthermore, the
percentage of error trials in which head velocity exceeded
180 degrees/s was low (1.9% for YA and 3.5% for OA).

On the basis of an estimate of measurement error for
DVA (www.rehabmeasures.org accessed 9/17/15) that
included ICCs for test—retest reliability and 95% confi-
dence intervals, the minimal detectable change (MDCys)
would vary from 0.247 to 0.326 LogMARs for YA and
from 0.251 to 0.383 LogMARs for OA (the equivalent of
two to four lines difference on the Early Treatment of
Diabetic Retinopathy Study chart).

DISCUSSION

Reliability
Multiple studies have examined the reliability of
computerized versions of DVA testing. Reliability results
vary widely across the literature depending on study

TABLE 4. Test—retest reliability for DVA variables for all participants (n =43 for Tester 1 and n = 42 for Tester 2, unless otherwise

noted)
Tester 1 (n=43) Tester 2 (n=42)

Variable 1cc 95% CI Icc 95% CI

SVA 0.934 0.881-0.964 0.955 0.919-0.976
Left DVA 0.846 0.733-0.914 0.844 0.729-0.913
Right DVA 0.832 (n=42) 0.709-0.906 0.856 0.747-0.920
Up DVA 0.906 (n=42) 0.831-0.948 0.897 0.817-0.944
Down DVA 0.848 0.737-0.915 0.897 (n=41) 0.814-0.943
Left DVA loss 0.154 —0.151-0.431 0.295 -0.006—-0.547
Right DVA loss 0371 n=42) 0.079-0.605 0.366 0.073-0.601
Up DVA loss 0.443 (n=42) 0.164-0.656 0.459 0.184-0.668
Down DVA loss 0.442 0.167-0.654 0.377 (n=41) 0.082-0.611

CI indicates confidence interval; DVA, dynamic visual acuity; ICC, intraclass correlation coefficients; SVA, static visual acuity.
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TABLE 5. Test—retest ICCs for DVA variables by age groups

Tester 1 Tester 2
Variable Younger (n=21) Older (n=22) Younger (n=21) Older (n=21)
SVA 0.434 0.940 0.499 0.948
Left DVA 0.417 0.696 0.414 0.720
Right DVA —0.025 0.856 (n=21) 0.108 0.792
Up DVA 0.598 0.847 (n=21) 0.690 0.835
Down DVA 0.412 0.801 0.463 0.895 (n=20)
Left DVA loss 0.152 0.157 0.365 0.260
Right DVA loss 0.008 0.579 (n=21) 0.065 0.466
Up DVA loss 0.329 0.546 (n=21) 0.418 0.485
Down DVA loss 0.240 0.552 0.175 0.621 (n=20)

DVA indicates dynamic visual acuity; ICC, intraclass correlation coefficients; SVA, static visual acuity.

sample, equipment, algorithm, and settings used. The
purpose of the current study was to determine both inter-
rater reliability and test—retest reliability of a commer-
cially available computerized DVA protocol in healthy
younger and older adults.

When examining inter-rater reliability, results ranged
from poor to excellent depending upon the variable
examined. Overall, the raw scores demonstrated fair-
to-excellent inter-rater reliability; whereas inter-rater
reliability of the DVA loss scores was considerably
worse. When stratified by age group, inter-rater
reliability was better for the older adults than the younger
adults. To the best of our knowledge, inter-rater
reliability has not previously been reported.

Test—retest reliability results followed a similar pat-
tern to the inter-rater reliability test results. Overall test—
retest reliability ranged from poor to excellent depending
upon the variable examined. In the current study, raw
DVA scores were more reliable than DVA loss scores
and reliability was better in older adults compared with
younger adults. Similar findings were reported by Ward
et al. (11) who found poor-to-fair test—retest reliability
for healthy adults evaluated 7 to 10 days apart when using
older Neurocom instrumentation with layered mirrors to

achieve a testing distance of 4 m. Ward et al. did not
report raw DV A scores, so a direct comparison of results
is not possible; however, the authors do report older
adults’ scores were more stable than younger adults’
scores, which was also found in the present study.
Another study with similar methodology and instrumen-
tation examined patients with vestibular dysfunction and
reported test—retest reliability measures were better for
raw measurement scores as opposed to the difference
scores (9). Although the populations are different
(healthy controls versus patients with vestibular dysfunc-
tion), both the current study and the Mohammad et al.
study (9) found poor reliability for the DVA loss scores.
Overall, our reliability results are similar to studies that
used similar instrumentation and scoring algorithms
(9,11). The only difference in instrumentation is that
Ward et al. (11) and Mohammad et al. (9) used layered
mirrors to reflect the image onto the screen for a distance
of 4 m.

Conversely, our reliability results differ compared
with studies using different instrumentation and proto-
cols. For example, Rine et al. (10) reported reliability for
the recently developed NIH toolbox DVA test for hori-
zontal head rotation for subjects across the lifespan.

TABLE 6. Mean (SD) of DVA scores by age group (collapsed across tester (n = 2) and time (n = 2) resulting in 88 and 89 data points
for younger and older adults, respectively

Variable Younger Adults SEM MDCys Older Adults SEM MDCys P

SVA —0.238 (0.095) 0.069 0.192 0.167 (0.238) 0.056 0.156 <0.001
Left DVA —0.060 (0.119) 0.091 0.251 0.356 (0.233) 0.126 0.349 <0.001
Right DVA —0.058 (0.120) 0.118 0.326 0.368 (0.236) 0.099 0.274 <0.001
Up DVA —0.049 (0.150) 0.089 0.247 0.386 (0.242) 0.096 0.267 <0.001
Down DVA —0.029 (0.146) 0.109 0.303 0.391 (0.233) 0.091 0.251 <0.001
Left DVA loss 0.179 (0.104) 0.090 0.248 0.189 (0.155) 0.138 0.383 0.615
Right DVA loss 0.180 (0.104) 0.102 0.283 0.202 (0.164) 0.113 0.314 0.274
Up DVA loss 0.189 (0.136) 0.108 0.298 0.224 (0.162) 0.113 0.313 0.117
Down DVA loss 0.209 (0.127) 0.113 0.312 0.225 (0.163) 0.105 0.291 0.461

DVA indicates dynamic visual acuity; MDCys, 95% confidence interval for minimal detectable change (smallest amount of change that can be
detected by a measure); SEM, standard error of measurement (an estimate of measurement error); SVA, static visual acuity.

SEM = 1SD ><\/ (1 — ICC). Note: ICC from test—retest reliability (averaged for Testers 1 and 2) used in this calculation.

95% CI minimal detectable change (MDCys5) =1.96 x SEM x \/ 2 (calculations from www.rehabmeasures.org accessed on September 17,
2015).
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Focusing on the adult DVA loss scores, test—retest ICCs
for the NIH toolbox DVA test are better than the current
study. Differences between the NIH and the current
study’s DVA protocol include test distance (12.5 ft ver-
sus 6 ft), minimum head velocity (180 degrees/s versus
120 degrees/s), optotype (multiple optotypes from Early
Treatment of Diabetic Retinopathy Study versus single
optotype, ‘‘E,”” with four orientations), and algorithm
(larger letters progressing incrementally to smaller letters
versus a convergence algorithm). Further, the Rine study
included individuals with normal and abnormal vestib-
ular function, which likely increased the between-subject
variability of data compared with the current study,
which included only healthy individuals (10). Greater
between-subject variability in the Rine dataset may have
contributed to higher ICCs than the current study (13). In
addition, the current study’s test—retest reliability is
poorer than published values by Herdman et al. (6) for
the horizontal plane and Schubert et al. (7) for the vertical
plane. In both of those studies, the algorithm used to
determine visual acuity was different from the current
protocol but equivalent to the algorithm used in the NIH
DVA test.

These studies indicate that one important difference
between various DV A protocols that may contribute sig-
nificantly to reliability is the algorithm used to determine
threshold values. The early work by Herdman et al. (6)
using a research system that is not commercially available
demonstrated excellent reliability (ICCs=10.83—-0.94).
The DVA portion of testing was initiated at a LogMAR
of 0.500 above SVA and the optotype (‘“‘E’’) was pre-
sented five times at each acuity level. Testing was termi-
nated when all five optotypes were missed at a particular
acuity level or reached a LogMAR of 0.000 (Snellen
equivalent of 20/20). The convergence algorithm used
in the present study is adaptive and allows an individual
to reach threshold quickly. Initial testing of DV A begins at
0.300 logMAR above SVA, but then quickly adjusts
according to the participant’s response. Testing is termi-
nated when three optotypes are correct at a particular level
of acuity.

Another important difference in these algorithms is the
use of a “‘forced choice paradigm’ by Herdman and
colleagues (6,7) in which the participant had to give an
answer versus the current paradigm in which guessing is
discouraged and the participant is encouraged to inform
the tester when unsure of the response so that the
response can be coded as incorrect for the algorithm.

Other differences in DV A protocol that may contribute
to reliability include head velocity, lower limit of opto-
type size, and testing distance (see table, supplemental
digital content 3, http://links.lww.com/MAO/A377, for a
summary of DVA study protocols). Minimum targeted
head velocities required to trigger the optotype in the
current protocol were 120 degrees/s for horizontal DVA
and 100 degrees/s for vertical DVA. Minimum head
velocities to trigger stimulus presentation in previous
studies have ranged from 85 to 180 degrees/s for the
horizontal plane and 60 to 120 degrees/s for the vertical
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plane (6—11). The rationale for the target velocities in the
current study was based on work that demonstrated that
individuals can produce smooth pursuit eye movements
up to velocities of 100 degrees/s; thus, during slower
head movement, smooth pursuit eye movements may
contribute to gaze stability (15). Ensuring that head
velocities exceed a minimum standard is critically
important to isolate contribution from the vestibular
system. Size of the smallest optotype displayed varies
across studies and may also contribute to reliability. In
the current study, the smallest optotype displayed was 20/
10 (consistent with NIH DVA protocol; 10), whereas
some previous studies have limited the smallest optotype
to 20/20 (6,7,16). Another difference between studies is
the distance at which the test was administered. It is well
established that VOR gain is modulated by viewing
distance (17-19); however, it is not expected that testing
distance is a significant factor in DV A reliability since all
testing distances were at least 2 m which likely results in
minimal change in VOR gain.

Age Differences

It is interesting that, in general, YA were less reliable
than OA for both inter-rater reliability and test—retest
reliability. This difference is most pronounced in the
test—retest reliability ICCs (Table 5). Across all variables
(other than left DVA loss), OA were more reliable than
YA. In the case of left DVA loss, both groups demon-
strated poor reliability. For inter-rater reliability, the
differences are less systematic; although in general inter
rater-reliability was better for older adults versus younger
adults (Table 3). The largest increase in reliability between
sessions is for SVA in YA with a significant improvement
from Sessions 1 to 2; although both increases and
decreases in reliability were noted between sessions for
the other variables. It is not clear the reason why YA were
less reliable than OA. Several potential reasons for the
difference may exist. First, the YA data exhibited minimal
variability: YA had excellent SVA with significantly
smaller standard deviation compared with the OA and
YA exhibited less loss of visual acuity with head move-
ments. Minimal variability in data can produce lower ICCs
(13). Second, although participants were instructed not to
guess, it is possible that YA were more inclined to guess.
Last, it may be possible that a learning effect occurred,;
however, this seems unlikely as no systematic changes
were noted for test—retest reliability.

Herdman et al. (6) demonstrated a significant effect of
age on DVA loss scores, which was not confirmed with
the current data. The difference in findings is likely
because of the artificial threshold of 20/20 (LogMAR
0f 0.000) for SVA in the Herdman study. On average, our
YA had SVA scores of 20/12 (LogMAR of —0.238). If
we use this SVA score, Herdman’s results for 20-year
olds (DVA=0.02 — —0.238 =0.258 LogMAR) would
result in similar scores to the current results
(DVA =0.180 LogMAR). On the other hand, our older
participants had average SVA scores of 20/30 (LogMAR
of 0.167); thus, DVA loss scores for OA would not be
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impacted by Herdman’s threshold for SVA. Li et al. (20)
published normative data for the NIH Toolbox DVA and
found age-related differences. The mean DVA LogMAR
values for 18 to 29-year olds were 0.084 and for 60-year
olds 0.215 versus the current values of 0.180 and 0.196
(left and right DV A loss averaged), respectively. It is not
clear why the values for the younger group in the current
study are worse than those obtained in the NIH normative
study. The threshold for SVA was equivalent (20/10) in
both the NIH and the current protocol. The main differ-
ence between the two study protocols is the convergence
and forced choice paradigms.

Moreover, there was no significant difference between
60- and 70-year olds for any of the variables in the current
study. In part this may be because of the lack of power;
the study was not powered to examine differences in
subgroups. However, the values for DVA loss for hori-
zontal (left and right) head turns for 60-year olds (0.182
and 0.194, respectively) and 70-year olds (0.176 and
0.191, respectively) in the current study are similar to
mean normative values of 0.215 and 0.228 for 60-year
olds and 70- to 85-year olds (respectively) published by
Li et al. (20). It may be that there is a gradual change in
DVA with age that was not captured in the current study.

LIMITATIONS

A potential limitation of the current study was testing
older individuals without the use of multifocal lenses. This
protocol may have introduced error. Researchers have
shown that the VOR is adapted on the basis of the degree
of magnification in single-focal lenses (21-23) and fur-
ther, there is a period of time needed to adapt VOR gain to
the magnification. It is less clear how the VOR adapts in
individuals using multifocal lenses. Testing individuals
while wearing multifocal lenses likely would introduce
error because multifocal lenses have varying degrees of
magnification within the lens. These different degrees of
magnifications would necessitate the VOR gain to vary
relative to the viewing location in the lens (24). There is no
consensus in the literature as to which testing method (i.e.,
with or without multifocal lenses) is best.

In the current study, volitional (active) head movements
were used for testing DVA because this is the standard
clinical protocol. Furthermore, active head movements
reflect some activities of daily living (e.g., looking both
ways to cross a street). This testing paradigm has been used
across several studies examining DVA (e.g., 6—11, 20);
whereas other studies have used a nonvolitional (passive)
head movement for assessment of DVA (16,25,26). The
ability to preprogram eye movements for gaze stability is
different for active versus passive head movements; thus,
comparison of the current study’s results is limited to
studies using active head movements.

CONCLUSIONS
In conclusion, the test—retest reliability of the current
version of a commercially available computerized DVA
system has poor-to-fair reliability for DVA loss scores,

which are the primary outcome measures for vestibular
rehabilitation. Herdman et al. (8) demonstrated a change
in DVA loss scores of approximately 0.200 LogMAR in
patients with unilateral vestibular hypofunction and
0.130 LogMAR in patients with bilateral vestibular
hypofunction. Using the current system those changes
are within measurement error and would potentially be
missed. Additionally, the current study did not replicate
age-related changes in DVA loss scores that have been
demonstrated using different paradigms. The conver-
gence paradigm and not using a forced choice paradigm
may contribute to poor reliability.
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